Abstract. The U-120M cyclotron at the Nuclear Physics Institute (NPI) of the Czech Academy of Sciences in Rez is used for radiation hardness tests of electronics for high-energy physics experiments. These tests are usually carried out with proton fluxes of the order of 10 5 -10 9 proton · cm −2 · s −1 . Some tests done for the upgrade of the Inner Tracking System of the ALICE experiment at CERN, however, required proton beam intensities several orders of magnitude lower. This paper presents a method which has been developed to achieve the proton beam flux of the order of 1 proton · cm −2 · s −1 . The method is mainly based on reduction of the discharge current in the cyclotron internal Penning type ion source. Influence of this new operation mode on the lifetime of ion source cathodes is discussed.
Introduction
The NPI cyclotron U-120M [1] is a four-sector isochronous cyclotron which was developed in the Joint Institute of Nuclear Research in Dubna (Russia) and installed in the NPI in 1977. Since then it has been continuously upgraded [2] . The cyclotron is tunable in a frequency range from 10 to 27 MHz and provides proton beams with energies ranging from 6 to 37 MeV. The cyclotron can also accelerate ions with the mass to charge ratio up to m/Q = 2 to the energies up to 10 MeV per nucleon. An overview of the available ion beams together with their maximal energies and target beam intensities is presented in Tab. 1. The uncertainty in beam energy for protons at 35 MeV is ± 0.4 MeV.
The cyclotron U-120M is mainly used for production of medical radioisotopes and for astrophysical and radio-biological experiments. In recent years, it is utilized also by experiments that test radiation hardness of various electronic components of highenergy physics detectors. The continuous upgrade of all machine technology systems allowed to reach high reliability and very good reproducibility of the beam parameters between different irradiation campaigns. This is especially important for our cooperation on the radiation hardness tests of electronics for the upgrade of the Inner Tracking System (ITS) detector of the ALICE experiment at CERN [3] . These tests require stable proton beams with fluxes below 10 9 proton · cm −2 · s −1 . A new method to provide proton beams with such parameters had to be developed. A detailed methodology overview of the radiation hardness tests done for the ALICE ITS upgrade project together with a description of the corresponding beam and dose monitoring system can be found in [4] .
Beam monitoring and measurement
In the tests of radiation hardness done at the U-120M cyclotron facility, intensity of the proton beam is monitored 130 cm from the cyclotron negative mode beamline exit window using an ionization chamber Farmer 30010 from PTW-Freiburg [5] . The chamber is connected to a UNIDOS E Universal Dosemeter. The chamber allows to measure the proton flux in the range 10 2 -10 9 proton · cm −2 · s −1 . To monitor, the fluxes below 10 4 proton · cm −2 · s −1 a Timepix device [6] [7] [8] Table 1 . Energies and intensities of the available ion beams at the U-120M cyclotron irradiation facility. Figure 2 . Detail of the Timepix sensor [6] . Details about the ionization chamber calibration and the measurement setup can be found in [4] . A photo of the irradiation setup is shown in Fig. 3 .
U-120M ion source
The ion source is an internal cold cathode Penning type ion source (PIG). The ion source body is made of a tungsten-copper composite. The cathodes are made of tantalum due to its low sputter rates and high lifetime [9] . The tantalum cathodes yield also the highest gain of negative hydrogen ions when compared to other previously tested materials, such as molybdenum or tungsten. . Regulation capabilities of the ion source are described in the next section. A scheme of the U-120M ion source is shown in Fig. 4 , more details can be found in [10] .
Beam intensity regulation
In the negative mode of the U-120M cyclotron, the highest proton beam current that can be used to irradiate the target is about 50 µA. This corresponds to the total flux of 3.1 × 10 14 proton · s −1 . Such a high current can be used to irradiate passive devices to produce material damage but it is too high for radiation testing of electronics like silicon sensors or field programmable gate arrays. Typical fluxes that are used for the electronics tests at the U-120M cyclotron facility are in the range 10 3 -10 9 proton · cm −2 · s −1 . Lowering the proton beam flux from its maximal intensity by two or three orders of magnitude can be achieved by increasing the gas pressure in the ion source and lowering of the cyclotron beam filling factor [4] . Achieving even lower fluxes requires to combine several other methods to ensure that the delivered beam is stable.
A significant difficulty for the ultra-low beam tuning process is the fact that the cyclotron internal beam current monitors have poor resolution and are not able to measure the beam current below the total flux of ≈ 10 8 proton · s −1 . From this reason, the machine is first tuned properly with higher internal beam intensities for which the internal measurement is possible. Subsequently, the beam is extracted to the experimental site where the beam is focused to the desired beam spot. Finally, the beam intensity is down-regulated to the requested value based on the measurement provided by the ionization chamber.
The usual methods used for lowering the beam intensity at the U-120M cyclotron are as follows:
• reducing the filling factor of the cyclotron beam,
• worsening the vacuum quality in the cyclotron vacuum chamber,
• increasing the gas pressure in the ion source,
• shifting the horizontal position of the ion source extraction slit with respect to the slit of the puller electrode on the dee,
• lowering the arc current in the PIG ion source,
• stopping a part of the beam on an integral beam probe at the final beam orbit in the vacuum chamber,
• collimating the extracted beam on a vertical input slit of the beamline.
More detailed description of the above mentioned methods can be found below.
U-120M radio frequency structure
The cyclotron filling factor is regulated by a pulsewidth modulation (PWM) of the main cyclotron carrier radio frequency (RF) 10-27 MHz with a 150 Hz macropulsed signal. The minimal duty cycle of the modulating pulse is 3%, which corresponds to about 200 µs. This time is the minimal time necessary for a sufficient excitation of the cyclotron resonator. The maximal duty cycle of the macropulsed signal depends on the cyclotron RF. It is 70% for the 10 MHz RF, but only 25% for the 27 MHz RF. The reason for the lower PWM range at higher RF is a sparking protection of the RF system. At present, the regulation step of the duty cycle is 1%. A modification of the modulator device to allow regulation step below 0.1% is in progress.
Regulation by vacuum quality and ion source gas
The vacuum in the cyclotron chamber is maintained by three diffusion pumps. If some of them are switched off vacuum quality worsens. The internal beam intensity then gets lower by about one order of magnitude. The operational margin of the beam regulation via changing the ion source hydrogen gas pressure is relatively limited. Highly non-optimal gas pressure leads to high ion source output instabilities. The ion source pressure regulation can lower the beam intensity by up to two orders of magnitude.
Ion source shift
The beam current can be effectively regulated by two or three orders of magnitude by shifting the horizontal position of the ion source extraction slit with respect to the slit of the extraction electrode on the dee, the so-called puller. The optimal position of the ion source is found by minimizing of the beam loses on the puller during the first beam orbit. When the ion source extraction slit is shifted from its optimal position, a part of the beam is stopped on the puller.
A planar view of the cyclotron central region with the ion source shifted with respect to the puller is shown in Fig. 5 . However, note that stopping a very intense beam on the puller warms up the electrode. Consequently, there can be thermally stimulated emission of electrons to the cyclotron vacuum chamber which leads to sparking. Thus for stable operation, it is necessary to pre-regulate the beam intensity extracted by the puller from the ion source.
Ion source discharge current regulation
In routine operation, the arc current is kept near 1 A which ensures stable operation. When the arc current is below 0.5 A and over 1.4 A the ion source can became unstable, especially in the second half of its cathode lifetime. In order to find a way how to reduce the proton flux, the ion source was studied at the test bench with the goal to investigate whether the proton flux can be regulated by the ion source discharge current. In these measurements, the ion source was operated in a pulse mode. The voltage pulses had a length of a few tens of millisecond. It was observed that the yield of negative hydrogen ions is maximal at the beginning of the pulse. A few milliseconds after (5) is stopped on the puller during the first orbit. Simulated in Durycnm4 [11] .
the ignition, the intensity of ions decreased as the cathode warmed up. However, operation of the ion source in the pulse mode turned out to be problematic, because the ignition process in the PIG ion source was unstable. With 10 ms long pulses and a repetition rate up to 10 Hz, it was noted that the ignition got delayed with respect to the beginning of the high voltage pulse. A part of the pulses did not start properly, and the moment of the ignition of the ion source discharge was randomly floating in the first millisecond. The problem with the delayed ignition was not solved even when rising the ignition voltage up to 3000 V from its nominal value 1500-2000 V. In addition, a part of the pulses, which started properly at the beginning of the high voltage pulse, exhibited significant ringing, i.e. the ion source discharge current highly oscillated at the beginning of the pulse until the arc got stabilized. Both issues were strongly suppressed when we introduced a small, residual constant discharge current of 5 mA. The pulse operation of our PIG ion source then became stable with rectangular discharge current pulses. A deeper investigation of the ion source parameters at the test bench showed that the ion source discharge current in the milliampere region is stable, if the cathodes are new or in a very good condition. The ion source pulsed mode was finally not utilized for the cyclotron operation, but the regime with the small residual currents has found its use in experiments that require a low flux of protons.
4.4.1.
The minimal ion source discharge current The minimal stable current of the PIG ion source discharge measured at the test bench was about 2 mA. For lower discharge currents, the arc switched off. When the measurement of the lowest possible discharge current was repeated at the cyclotron with RF being switched on, it was observed that the ion source discharge current did not have any practical lower limit. Let us point out that usually, the PIG ion source needs some minimal voltage, typically several hundreds volts, to ignite. In the measurement done at the cyclotron, the discharge current started to increase almost linearly as the anode voltage exceeded ≈ 10 V, see the measured current-voltage characteristic in Fig. 6 . In the range 0-3.5 µA, the ion source behaved as a pure resistive element. Figure 7 shows the measured total proton flux as a function of the ion source discharge current in the range 1-1000 µA. When switching the ion source off, the cyclotron still provided a residual total proton flux of about 5 × 10 4 proton · s −1 , see Fig. 8 . This residual proton flux can be explained based on the following considerations. The distance between the ion source and the puller is about 3 mm and the amplitude of RF voltage is 34 kV. As a result there is a strong electric field (about 10 MV/m) between the puller electrode of the dee and the grounded ion source. This strong electric field stimulates an emission of electrons from the puller surface. The electrons get accelerated and ionize the neutral gas leaking from the ion source. This effect probably causes the primary ionization. The produced space charge partly leaks back into the ion source and causes its almost linear behavior in the range of anode current 0-10 µA. This operation mode of the ion source was successfully utilized for the low proton flux beam experiments at the NPI irradiation facility. The flux of H − as a function of the ion source discharge current exhibits also a pronounced narrow resonant structure at 3-5 µA, see Fig. 7 . The resonance is clearly visible also in Fig. 9 which shows the ion source efficiency versus the ion source current. The ion source efficiency is defined as the number of H − ions produced per unit ion source discharge power. This resonance occurs in all conducted experiments with various magnetic field and different ion source gas pressure. The amplitude of the resonance depends on the ion source gas pressure and its position slightly shifts when the cyclotron magnetic field is changed. For the experiments which require a low intensity proton beam, it is necessary to avoid operation in this resonance region, as there the flux varies considerably with any subtle change of the ion source discharge current. To our knowledge, the observed resonance is not described in the literature and possibly may find use in the fields where an energetic efficiency is important, e.g. in ion thrusters.
The cathodes embrittlement
Our experience gained from the operation of the ion source in the regime with very low discharge currents shows that the cathodes become very fragile and after several tens of beam hours fall apart. This hydrogen embrittlement phenomenon is well known [13] . The low discharge current regime, however accelerates this process significantly. The cathodes get much more fragile when running 50 hours with 500 µA ion source discharge current than after running several hundreds beam hours with 1 A. The lower cathodes temperature caused by the low discharge current, probably do not allow the hydrogen to be properly annealed. Until the embrittlement issue will be solved, the cathodes have to be replaced after several tens of beam hours, to prevent that they fall apart and cause the cyclotron unplanned shutdown. A photo of the cathodes that got broken after 80 beam hours is shown in Fig. 10 .
The minimal beam intensity
With the current experience, the proton fluxes in the range 10 3 -10 9 proton · cm −2 · s −1 can be achieved in relatively short time (≈ 5 min) using just the basic tune of the cyclotron and the beamline elements following the settings from previous runs. Then the output proton flux can be easily controlled by the ion source discharge current. On the other hand, tuning of the fluxes below 10 3 proton · cm −2 · s −1 requires more time (≈ 30 min). It is necessary to combine all of the above mentioned intensity lowering techniques with a special care given to the stability of the beam. Figure 11 illustrates density of protons on the Timepix sensor for fluxes in the range 1-10 3 proton · cm −2 · s −1 . After a proper tune, the flux can be continuously regulated over the whole range only by the ion source discharge current. The minimal possible flux reachable at our irradiation facility was estimated to be about 0.05 proton · cm −2 · s −1 . The stability of intensity for the fluxes over 10 3 proton · cm −2 · s −1 is better than 10 % [4] .
Using the proper Timepix settings, the Timepix detector counts individual protons with 100 % efficiency. The measurement of the average proton flux with Timepix assumes that the 1 ms long time frames are distributed uniformly in time. The uncertainty in the proton flux is then given by the uncertainty in proton counting. Since proton cluster merging is small for ultra low fluxes the estimated uncertainty is better than 5 %.
Conclusion
The U-120M cyclotron irradiation facility is able to provide ultra-low intensity proton beams which are suitable for experiments that study response of a detector to individual particles. The minimal reachable intensity of the proton flux that was reached was well below 1 proton·cm −2 ·s −1 . The proton flux can be continuously regulated from 10 −1 to 10 14 proton · cm −2 · s −1 . Good stability of the beam parameters is guaranteed for fluxes greater than ≈ 10 3 proton · cm −2 · s −1 .
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